Waste to worth: diagnostic accuracy of Xpert MTB/XDR on contaminated liquid cultures
to salvage the detection of drug-resistant tuberculosis

Kpamkoe codepxaHue cmambu. HeoguyuanbHbili nepesod Ha pycckuli s3bik: AHO «3doposse.py» 2025

«OTXoAabl B BbIroAy: AvarHoctMyeckaa TovHocTb Xpert MTB/XDR Ha 3apaxeHHbIX
XUAKUX KYNbTypax NoOMoraeT BbIIBNATb JIeKAPCTBEHHO-YCTONYMNBLIN TyGepKynes3»

AHHOTALNA:
MoceB B npobupke C uHOMKaTopoMm pocTa Mukobaktepun (MGIT) 960 mmeeT pelsatowlee
3HayeHne anga onpeaenexHuns nekapcTBeHHOM yyBcTBUTENBLHOCTK (JTH) K

NpoTMBOTYOEpPKyNe3HbiM npenapartam, HO NOABEPXKEH KOHTaMuHaLMW. ABTOPbl OLEHUNN
TOYHOCTb Xpert MTB/XDR, MONeKynsipHOro Tecta Ha NiekapCTBEHHYIO YyBCTBUTENbHOCTL (TJTY)
K M30HMa3nay, OTOPXMHOMNOHAM, aMUKauUHY U 3TUOHaAMUAY, Ha MNOANEXalmnX YHUUYTOXEHUHO
KOHTaMUWHUPOBaHHbIX KynbTypax. Xpert MTB/XDR npumMeHsancs K HeraTuBHbIM
KOHTaMUHUPOBAHHBIM  KyNbTypaM KUCMOTOYCTOMYMBLIX OGaumnn 13  MOKPOTbl niogen ¢
ycTonumBbiM K pudamnunuuHy Tybepkynesom (TB), korga onpegeneHne Xpert MTB/XDR B
MOKpOTe ObiNno HeaddeKTUBHbIM (OTCYTCTBME YCTOMYUBOCTU UM YYBCTBUTENBHOCTb KO BCEM
npenapatam). WccnegosaHne npoBogunock nmMBGO Ha MOMEHT MOCTAHOBKM AuarHosa
(koropta A), NnBo BO BpeEMSA MOHUTOPUHIa neyenHns (koropta B).

Mocneaytowmne TNY B TeueHne 3 mecdueB cCryXunm pedepeHTHbIM CTaHgapToM. ABTOpPbI
onpeaenunn noTeHumnanbHble yryyleHnsa Ha aTanax (Kackage) neveHus.

B koropte A y 10% (66/650) niogen Obina koHTamMuHMpoBaHHas KynbTypa; 89% (59/66)
KOHTAMUHUPOBAaHHbLIX paspactaHun Obim  Xpert MTB/XDR  nonoxutenbHeiMn  Ha  Thb.
UyBCTBUTENMBHOCTE WM CNEUMdUYHOCTb B  OTHOLUEHMM YCTOMYMBOCTM K  UK30HMasuay,
dTOpXMHONMOHAM, amMuKauuHy W 3TUOHaAMMAy cocTaBunn, cooTBeTcTBeHHO: 100% (95%
noseputenbHbli MHTepan [ON] 85, 100) nu 100% (79, 100); 100% (59, 100) n 100% (89, 100);
100% (16, 100) n 100% (91, 100); 1 100% (72, 100) n 96% (78, 100).

B koropte B y 22% (28/129) niogen ¢ KOHTaMWHMPOBAHHOW KyNbTypow pe3ynbTaTbl Obinu
Xpert MTB/XDR Tb-nonoxutenbHbimMu. U3 Hux 57% (16/28), 7% (2/28) n 43% (12/28) Obinn
YCTOMYMBbI K U30HMa3nay, MTOPXMHONOHAM 1 3TMOHaMuay (y ABYX, OQHOMO N YEeTbIPEX YESOBEK,
COOTBETCTBEHHO, 3TO Obln NepBbii pe3ynbTaT YCTOMYNBOCTH).

B obeunx koroptax Bpemsi oo TJ/1Y yganocb cokpatuTb Ha MeauaHy (MeXKBapTUIbHbIA pa3max)
22 (12-42) pHa. Xpert MTB/XDR Ha KOHTaMUHMpOBAHHbIX KynbTypax MGIT960
NPOAEMOHCTPMPOBAN BbICOKYD YyBCTBUTENBHOCTb U cneumduyHocTb ana TJ1Y. Takon nogxon
MOXET CMSIYUTb HEeraTUBHbIE MOCNEACTBUS KOHTaMMHAUMK KyNnbTyp U YCTPaHUTb Npobenbl B
Kackage AMarHoCTUKM NIeKapCTBEHHO-YCTONYMBOro Ty6epkynesa.

BAXHOCTb:

KoHTaMuvHaumna KynbTyp €BRASETCA pacnpoCTpaHeHHbIM MNpenaTcTBUeM AN TeCTUPOBaHUS
NEeKapCTBEHHON 4YyBCTBUTENbHOCTM npu Tybepkynese — camMOM pacnpoCTpaHeHHOu
WHAEKLUMOHHOM MpUYUHBI cmepTu B Mupe. Xpert MTB/XDR — 3TO pekoMeHOOBaHHbIN
BcemupHon opraHnsaumnen 3gpaBooOXpaHeHUs GbICTPbIN MOSEKYNSAPHBIA TECT HA YCTOMYMBOCTb
K npenapartam BTOporo psiga. ABTopbl oueHunu Xpert MTB/XDR Ha 3arpsi3HEHHbIX >KUOKMX
KynbTypax, KOTOpble B NPOTUBHOM crydae Oblnin Obl YHUUTOXEHbI, MPU 3TOM Nnua, Y KOTOPbIX
ObiNnn B3ATbI 3TM 06pasubl, NOTEHUManbHO ObiNM MOTEpsiHbl ANs KackagHOro fNeyveHus.
MpumeHaa Xpert MTB/XDR K 3arpsi3HEHHbIM KynbTypam B BbICOKONPOU3BOAUTENbHOM
nporpammHon nabopatopun, aBTOpbl OBHAPYXWIW, 4TO 4YUcno ngen, npowegwmx TIY K
npenapatam BTOPOro psga, YBENIMYUIIOChb, KaK M YMCNO OUarHOCTMPOBAHHbLIX CrlyyYaes
YCTOMYMBOCTU U BpeMSA [0 MOCTAHOBKM auarHo3a. bonee Ttoro, vHdopmauma o JI4 6Gbina
nony4yeHa y nogen, 0 KOTOPbIX B MPOTUBHOM crydyae ee He 6bino 6bl coBceM. [JaHHbIM noaxon
MOXET, Takmm 00pa3oMm, CHWU3UTb BNUSHME 3arpA3HEHUs KynbTypbl Ha pesynbtaTtel TJIY K
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Ty6epkynesy, no3Bonasa nNpoBoAuTb Oonee paHHIOW AMArHOCTUKY M HaunHaTb 3PdEKTUBHOE
neyenne. B KkoHeyHOM wuTOre, 9TO MOTeHUManbHO OyaeT cnocobGCTBOBATL  YNyYLUEHMIO
KNUHUYECKNX pe3yNbTaToOB U CHKEHWIO Nepeaayn NekapCTBEHHO-YCTOMYNBOro TyGepKkynesa.
HeogbuuuarnbHseil nepegod: 2025.

CMOTpeTb NONHbIV TEKCT CTaTbM B OpUrnHane Ha cante nybnukatopa (Ha aHrn. a3bike).
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